CERTIFICATION by CUSTODIAN of RECORDS

Tueson Police Department Crime Laboratory

AW

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number
@&*{JOWS‘ (’/é;j maintained by the Tueson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: 3/2?2’/05— Call ¢.080 AC Cal2 a.08/ AC

Date: S420/DS Call  p.og/ AC CalZ2 » p&FEI  AC

Date: A/ A Cal 1 AC (al2 AC
Between the dates of /A Y es and o /o5

the instrument was working properly and accurately.

The instrument was taken out of service for repair on A A

The instrument was returned to service on VA

Irene Doran

Y on/OS

ADPS QAS Permit # QAS 29586

SUBSCRIBED AND SWORN to before me this &0 , day of
2
—— GiFICIAL SEAL 'QEPRJ ,200S.
SIS KATHY A KINNEY _
SFERIC) \oTARY PUBLIC-ARIZONA %4 .
S5 pIMA COUNTY &_\_A_Hmm_f

.‘__" E!‘ : SEDL i’“ 'ZﬂEIEn o i
T My Comm. Exp Notary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicaie of the
information coniained in computer storage devices of the Tucson Police Deparment.




ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE
INTOXILYZIER MODE

[Print Mamea)

INTOXILYZER SERIAL # é.é:&ﬁ&fﬁj (%ﬂ'igf) LOCATION DL{}:#@
DATE /ﬂwmlf 0 20035 TIME 0433 I

V/, Display reads “READY TO START™ or “PUSH BUTTOM TO START
iy oL
DIAGHNOSTIC TESTS
v DVM Test check. Setting should be bzitween 200 and
500, Mode salection switch 52 on, 31 dnd 83 off or
h;// keyboard_menu selectien "H". Reading is ,QSC?Q .
Display Test check. Mods selection switch S1 on and 52
and S3 off or kevboard menu selection “vV".
{ Printer Test check. Mode selection switch 51, 52, 53
pEf or keybpard menu sslectigmn "B
¢/ Clock Ctime check. Mode sslection switch S10 on or
keyvbaard menn selegtbtion “EY.
v Cate check. Mode selection switech S§11 on or kayboard
meny salsction “EY

QPERATIOMAL TESTS
v Bleohol E£ree subject Test result 0. ﬁH}D B
> Error recognition logic system functioning
ITnvalid test printed
v Proper sample recognition sysEym
Invalid sample printed
Deficient sample printedvff

[

H/A Complet=sness of sample purge with collection tube¥+
v Calibration standard 0.2 AC
Results: O.OF/AC_ o+ 0.0F3
Instrument operating properly .and agccurately. YES ufﬁﬂ
COMMENTS

MW

0. N/A alcnhol concentration standarzd collected for subsequent
analysis, *=*

SIGHAT

I:EI

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITEOUT EKETEOARD
**THIS STEP IS5 ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR g
SEMPLE CAFTUORE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to s=ction 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contafned in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

starage devices of the Tucson Police Department.
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ARTZONA DEPARTHMENT OF HEALTH SERVICES

STANDAR

D QUALITY ASSURANCE PROCEOURES
NTOXILYZER MODEL 300D0%

STANDRRD CALIBRATION CHECK PROCEDURE fd

Agency Tucson Police Department Datce ﬂéggz’_@j Time 0433

i1 s i - i
Intoxilyzsr Serial # ﬂﬁﬂﬁ_QQzQ/E {#éﬁ] Location _DL{E‘}-{—@
QA Specialist Trene PDoran %#e33)
{Princ Name)

ber™ ) 1. PFour a_standacd alcohol solution of known wvalue inko a
clean dry simulator jar and assemble the simulatorx
Insure that a tight seal has been madse.
Standard valus: 0.0 AC

iwfﬁ 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°%C.

{V/ ) 3. Bet Intoxilyzer mode selection in the ACA mode by

swlitching mode selsction switch &9 on or selecting “C”
on Kevboard menu.
{fo] 4, Attach simulator to the simulator entrancs port an the
Intoxilyzer.
Intoxilyzer 5000 display reads “BEADY TO START” ar
“PUSH BUTTON".
- Push Start Test Dutton or press enter on keyvbeoard.
Insert card in response to diasplay.
. Rir blank completed.
. Cealibration check completed.
Test results 0. &7 » 0.0 - AC
0. A2Air blank completead.
1. When display reads Test Complata remove evidence card.
dttach the card to the completed checklist:
Feturn mode selection switch #9 to off position atfter
2all calibration chacks are complsete or type Q and entsr
on keyboard.

SIGNATURE W‘d& »@-MA—L\
=

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT EEYBOARD
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DHS/DSLS/Form Clle (Rewv. 7=93)

Pursuant to section 28-1327, Arizona Revised Stanites, this document is a certified duplicats of the information contained in computer
storage deviess of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Stanues, this document is 2 cartified duplicate of the information contained in computer

storage devices of the Tucson Police Department.




